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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard ( Part 2 ) wiiicii is identical witii ISO 5361/2-1984 Tracheal Tubes — Part 2: 
Oro-tracheal and naso-tracheal tubes of the Magill type ( plain and cuffed )', issued by the 
International Organization Standardization ( ISO), was adopted by the Bureau of Indian 
Standards on 25 April 1988 on the recommendation of the Anaesthetic, Resuscitation and Allied 
Equipment Sectional Committee ( CPDC 13 ) and approval of the Consumer Products & Medical 
Instruments Division Council. 

This text of ISO standard has been approved as suitable for publication as Indian Standard with- 
out deviations. Certain conventions are however not identical to those used in Indian Standards, 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they would 
be read as 'Indian Standard'. 

b) Comma ( ;) has been used as a decimal marker while in Indian Standards the current 
practice is to use a point (.) as the decimal marker. 

This Indian Standard is in five parts. The other four parts are: 

Part 1 General requirements. 

Part 3 IVIurphy type, and 

Part 4 Cole type, and 

Part 5 Requirements and methods of test for cuffs and tubes. 

CROSS REFERENCE 

In this Indian Standard the following International Standards are referred to. Read in their 
respective places, the following: 



International Standard 

ISO 5361/1-1984 General Trach- 
eal tubes — Part 1 : General 
requirements 

1305361/5-1984 Tracheal tubes — 
Part 5 : Requirements and 
methods of test for cuffs and 
tubes 



Indian Standard 

IS : 12504 (Part 1 )-1988 
Tracheal tubes — Part 1 
General requirements 

IS : 12504 ( Part 5 )-1988 
Tracheal tubes — Part 5 
Requirements and 
methods of test for cuffs 
and tubes 



Degree of Correspondence 
Identical 

Identical 



As in the Original Standard, this Page is Intentionally Left Blank 
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Introduction 



General 



This International Standard is one of a series 
dealing with anaesthetic equipment and medi- 
cal breathing machines, and specifies the 
dimensions and basic properties of the most 
commonly used types of tracheal tubes, whe- 
ther made of rubber or of other elastomeric 
material. Tubes with wails reinforced with 
metal or nylon, tubes with shoulders, tapering 
tubes, or the many types of special tubes de- 
vised for use in thoracic surgery, are not spe- 
cifically covered, although most may be 
classified by their inside diameter as required 
by this specification. 

While the inside diameter has been specified 
for size reference, this part of ISO 5361 requi- 
res that the outside diameter be marked on 
the smaller sizes of tube where this informa- 
tion is of greater clinical importance. 

Clinical considerations have also dictated the 
apparently excessive specified length of tubes, 
because long tubes, sometimes of relatively 
narrow diameter, may be urgently required, 
and must therefore be readily available. 
Cognizance has been taken of developments 
in the use of pre-cut tracheal tubes supplied 
as sterile in unit packs ( see the table and 
note ). 



1 Scope and field of application 

This part of ISO 5361 specifies requirements 
for oro-tracheal and naso-tracheal tubes of 
the Magili type ( plain and cuffed). 



2 References 

ISO 594/1, f/Wnfifs with a 6% Luer toper for 
syringes, needles and certain otiier medical 
equipment — Part 1 : General requirements,^^ 

\SO 5361, Tracheal tubes — 

Part 1 : General requiremer}ts. 



Oro-tracheal and naso-tracheal tubes of the 
Magiii type ( plain and cuffed ) shall meet the 
requirements of ISO 5361/1. 



4 Dinfiensions 

4.1 The basic dimensions of tracheal tubes 
shall be in accordance with the table. 



4.2 The inside diameter shall be the nominal 
diameter subject to a tolerance of ±0,15 mm 
for size 6,0 and smaller, and subject to a tole- 
rance of ±0,20 mm for size6,5 and larger. 

4.3 For size 6,0 and smaller the actual outside 
diameter ( OD ) shall be within 0,15 mm of the 
marked outside diameter ( OD ) [ see 9 b) ]. 



5 Curvature of the tube 



5.1 The radius of curvature for both oral and 
nasal tubes shall be 140 ± 15 mm for tubes 
of size 6,5 and larger. 



5.2 This curvature may be omitted if desired 
from the tip of the bevel to' not more than 30 
mm beyond the machine end of the cuff. 
When this curvature C see figure 3 ) is so 
omitted, the straight portion shall be tangen- 
tial to the curve of the tube. 



The curvature may also be omitted from un- 
cuffed tubes of size 6,5 and larger over the 
same equivalent distance as for cuffed tubes. 



6 Bevel 



Part 5 : Requirements and methods of test 
for cuffs and fubes. 



6.1 Ail tubes shall have an angle of bevel of 
38" ±10". 



1) At present at the stage of draft. ( Revision of 
ISO/R 594-1967. ) 



ISO 5361/^- 1384 



6.2 The end of the tube at the bevel shall be 
rounded and the orifice(s) shall be free from 
sharp edges. 

6.3 The bevel of oral tubes shall have the 
opening facing to the left when the tube is 
viewed towards the concave aspect from the 
machine end ( see figure 1 ). Nasal tubes may 
have the bevel facing in either direction. 

7 Cuff 

7.1 A cuff, if provided, $hdllb§ a bonded cuff 
and shall comply with the requirements of 
ISO 5361/5. 

7.2 For tracheal tubes of size 5,0 and larger, 
dimension B in figures 1 a) and 1 b) shall 
not exceed 15 mm. 

7.3 The maximum distance from the patient 
end of the tube to the machine end of the in- 
flatable length of the cuff (C) shall be as 
given in the table [ see figures 1 a) and 
1 b)]. 

NOTE -Many cuffs have virtually no residual volume 
and are consequently easier to pass through the vocal 
cordjs \iht\ are scope" i ifln v^urpe cuffs. Small votume 
cuffs \Aliich general IV, hned a ialatlyely high pressure to 
inflate them are usually satisfactory, when correctly in- 
flated, for &na^$theHctjse;}.e. for a few hours. 

Attention is drawn to the many reports of tracheal da- 
mage when tracheal ( or tracheostomy) tubes with 
small volume high pressure cuffs have been used for 
extended periods as Is commohly the case in respi- 
ratory care. In these' circumstances, it would appear 
desirable that cuffs should be made of soft material of 
low extensibilitv. and have a relatively large residual 
volume. Th^^^ (actors reduce both the required inflation 
pressure and the pressure exerted on the tracheal wall. 
Attention is directed to the rapidly growing literature 
on this subject. 

WARNING — Whatever type of cuff I* used it is the 
responsibility of the user to ensure that it is inflm« 
ted with no more than the minimum amount of kir 
required t6 proVldft kn effective seal at the desired 
lun^ Inflatldti pressure. 

8 Mating tubd)s for cuff^ 

6.1 The inflating tube, if fitted, shall have an 
external diameter of not more than 3,0 mm 
and shall be situated on the concave aspect 
of the parent tube. The inflating tube shall 
not encroach on the lumen of the tracheal 
tube. The dimensions of the inflating tube 
shall be calculated in accordance with the 
table and figures 1 a) and 1 b). 

6.2 If the inflating tube is attached externally 
to the tracheal tube between the cuff and the 
point of separation [ see figures 1 a) and 
1 b) ], the attachment shall be in such a man- 
ner that the inflating tube may be partly strip- 
ped off the tracheal tube, if required. 



6.3 The inflating tube shall be attached to the 
parent tube and shall join the cuff in such a 
manner to ensure that there is no undue pro- 
jection to interfere with clinical use of the 
tube. The angle between the inflating tube 
and the parent tube at the point of separation 
[ see figures 1 a) and lb)] shall not exceed 
45". 

8.4 The inflating tube may be provided with a 
pilot balloon [see figures 1 a) and 1 b) ]. 
The pilot balloon, if provided, shall be so 
constructed as to give an indication of infla- 
tion of the cuff. Neither the inflating tube nor 
the balloon shall act as a non-return valve to 
prevent the intentional evacuation of the cuff. 

8.5 The minimum length of dimension Sj 
[ seg figures 1 a) and lb)] shall be 40 mm 
except where an inflation valve or closure 
device is provided. Where such a closure 
device is provided, the length between the 
pilot balloon and the Luer conical fitting shall 
be not less than 10 mm to»facilitate clamping 
except where the balloon and valve are built 
tbgSther. 

8.S The, free end of the inflating tube may be 
open, orfitted with an appropriate plug or val- 
ve. Where the end is open, it shall be capable 
of accepting a male conical fitting with a 6% 
taper ( Luer ) in accordance with ISO 594/1. 

Alternatively, the inflating tube shall be fitted 
with an insert having a female conical fitting 
with a 6 % taper ( Luer ) in accordance with 
ISO 594/1. 



9 IVIarki ng 

In addition to the general requirements for 
marking given in part 1 of ISO 5361 , tracheal 
tubes of the Magill type shall be marked as 
follows: 

a) The word "Oral", "Nasal" or "Oral/ 
Nasal" as appropriate on tubes of sizes 5,0 
and larger. 

b) For sizes 6,0 and smaller, the outside 
diameter shall be marked in millimetres. 

If both the inside diameter and the outside 
diameter are marked the marking shall be 
in accordance with either of the following 
examples: 

4,0 Oral 5 J or ID 4,0 Oral 5,7 OD. 

The figures preceding the word "Oral" 
denote the internal diameter and should be 
in larger and bolder type. 



c) Cuffed tubes and/or the package shall 
be additionally marked with the letter 
S ( short ) or L ( long ) as appropriate in 
accordance with the table. 

d) Should the straight portion of the tube 
extend beyond the machine end of the cuff 
( see clause 5.2 ), then this shall be stated 
on the package, for example by the words 



1812504 ( Part 2) : 1988 
ISO 5361/2 " 1984 

"Straight patient end". 

e) The marking of the size of the tracheal 
tube shall be situated as shown in the 
figures, on the bevelled side of the 
tube reading from the patient end to the 
machine end. Plain tubes shall have the 
size marked in a region equivalent to 
cuffed tubes of similar size. 



Table 



Basic dimensions of tracheal tubes 



Dimensions in millimetres 



Designated 
size 

(nominal inside 
diameter) 


Minimal length of tube 

[see figures 1 a) and lb), 

dimension A] 


Maximum 

distanc* C 

from the 

>atient end to 

the machine 

end of the 

inflatable 

length of 

the cuff 


Distance of point of 
separation of therinflating 
tube from the patient end 

[see figures 1 a) and 1 b), 
dimensions 5i] 




Oral, Nasal or 
Oral/Nasal 


Oral 

"precut" 

(see note 1) 




Short (S) 


Long (L) 


2,5 


140 


110 


— 


— 





3,0 


160 


120 


— 


— 


~ 


3,5 


180 


130 


— 




— 


4,0 


200 


140 




— 


— 


4,5 


220 


150 




— 


— 


5,0 


240 


160 


50 


— 


— 


5,5 


270 


170 


54 




— 


6,0 


280 


190 


58 


— 




6,5 


290 


210 


62 


145 ±10 


170 ±10 


7,0 


300 


230 


66 


150 i 10 


180 ± 10 


7,5 


310 


240 


69 


155 ±10 


190 ± 10 


8,0 


320 


260 


72 


160 ±10 


205 ± 10 


8,5 


320 


260 


75 


165 ±10 


210 ± 10 


9,0 


326 


zfo 


78 


170 ±10 


220 ± 10 


9,5 


320 


280 


81 


175 ±10 


230 ± 10 


10,0 


320 


2 8 


85 


180 ±10 


230 ± 10 


10,5 


320 


280 


85 


180 ±10 


230 ± ID 


11,0 


320 


280 


85 


180 ±10 


250 ± 10 



NOTES 

1 Manufacturers desiring to market packaged sterile oral "precut" tubes with connectors inserted 
may be guided by the tube lengths shown in thetable. However, the user is cautioned that anatomical 
variations, conditions of use, lengths of tube inserted or other factors may well result in the use 
of a tracheal tube either long or too short for a given patient. The necessity remains for expert 
clinical judgement in selecting the size and length of tracheal tubes. 

2 provision has not been made for inclusion of dimension C for cuffed tracheal tubes of sizes 4,5 
or less because they are seldom required. 

3 Two lengths for dimension Si are specified to cater for wide variations in clinical practice. 
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Machine end 



Figurel a)— Typical cuffed tracheal tube ( MaglHtype) 
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Figure 1 b) -Typicai cuffed traclieai tube ( Magill type ) 
( sliowing aiternative design features ) 
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Figure 2 — Typical plain tracheal tube (Magill type 
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Patient end 
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Figure 3 — Typical straight patient end ( see 5.2 ) 



standard Mark 

The use of the Standard Mark is governed by the provisions of the Bureau of Indian 
Standards Act, 7986 and the Rules and Regulations made thereunder. The Standard IVIark on 
products covered by an Indian Standard conveys the assurance that they have been produced 
to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the 
producer. Standard marked products are also continuously checked by BIS for conformity to 
that standard as a further safeguard. Details of conditions under which a licence for the use 
of the Standard IVIark may be granted to manufacturers or producers may be obtained from the 
Bureau of Indian Standards. 



